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АППАРАТУРНО-МЕТОДИЧЕСКИЕ ОСОБЕННОСТИ

элемента является достаточной для решения 
задачи регистрации непрерывного сейсмиче-
ского излучения в диапазоне частот 10-300 Гц.

Анализ уровня смещений в дальней зоне 
для землетрясений в диапазоне энергий K=4-16 
и оценка чувствительности рассматриваемого 
акселерометра в диапазоне частот 0.01-300 Гц 
указывает на возможность его использования для 
регистрации сейсмических сигналов указанного 
диапазона энергий.

Работа выполнена при поддержке грантов 
РФФИ 11-05-00303-а, РФФИ 14-05-00521.
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PECULIARITIES OF METHODS AND INSTRUMENTATION FOR SEISMIC 
PROCESS REGISTRATION IN A WIDE FREQUENCY BAND
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Southern Federal University, Taganrog, 347929 

The paper describes the possibility of seismic emission registration in a wide band of frequencies, including 
both the high frequency range of microseismic events and the traditional frequency range of regional 
seismic network. The existing observation systems sensitivity in the frequency range of 0.01-100 Hz has 
been analyzed. The choice of the accelerometer receiver type, which allows satisfying the requirements for 
frequency response and sensitivity was proven. The author proposes a type of broadband transducer, which 
possesses the required parameters. The features of its construction were considered.
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